12423 NE Whitaker Way Report Number:  23-000343/D002.R000

COIum b'a Portland, OR 97230 Report Date: 01/25/2023

LABORATORIES 503-254-1794
L‘~ ATentamus Company oD ORELAP#: OR100028
rF: Purchase Order:
EF. Received: 01/10/23 11:30
Customer: NW Natural Goods
Product identity: HEMP- EB 0061
Client/Metrc ID:
Laboratory ID: 23-000343-0001
Summary
Potency:
Analyte per 4g Result Limits Units Status CBD-Total per Serving Size 24.0 mg/4g
CBC per4g 0.224 mgldg 00000 bk e e e e e e e e e e e e e e - - = =
CBD per 4g 24.0 mg/4g - - - -~~~ T-TTT--TTTo-oTTTT T
CBG per 4g 0.644 mg/dg THC-Total per Serving Size  <LOQ
CBN per4g 4.96 mg/4g (Reported in milligrams per serving)

Residual Solvents:

All analytes passing and less than LOQ.

Pesticides:

Analyte Result Limits Status
(mg/kg) (mg/kg)
Multi-Residue Pesticide Profile < LOQ for all analytes

Metals:

| Less than LOQ for all analytes.

Microbiology:

| Less than LOQ for all analytes.
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with:  OAR 333-007-0430



12423 NE Whitaker Way Report Number:  23-000343/D002.R000

COI u m b'a Portland, OR 97230 Report Date: . 01/25/2023

LABORATORIES 503-254-1794
L‘ ATentamus Company E E ORELAP#: OR100028
x Fo Purchase Order:
EF. Received: 01/10/23 11:30
Customer: NW Natural Goods
Product identity: HEMP- EB 0061
Client/Metrc ID:
Sample Date:
Laboratory ID: 23-000343-0001
Evidence of Cooling: No
Temp: 18.4
Relinquished by: hinton
Serving Size #1: 49
Sample Results
Potency per 4g Method: J AOAC 2015 V98-6 (mod)p Units mg/se Batch: 2300463 Analyze: 1/14/23 5:36:00 AM
Analyte Result Limits Units LOQ Notes
CBC per 4g 0.224 mg/4g 0.123
CBC-A per 4g <LOQ mg/4g 0.123
CBC-Total per 49 <LOQ mg/4g 0.230
CBD per 4g 24.0 mg/4g 0.123
CBD-A per 4g <LOQ mg/4g 0.123
CBD-Total per 4g 24.0 mg/4g 0.230
CBDV per 4g <LOQ mg/4g 0.123
CBDV-A per 4g <LOQ mg/4g 0.123
CBDV-Total per 4g <LOQ mg/4g 0.229
CBE per 4g <LOQ mg/4g 0.123
CBG per 4g 0.644 mg/4g 0.123
CBG-A per 4g <LOQ mg/4g 0.123
CBG-Total per 4g 0.644 mg/4g 0.229
CBL per 4g <LOQ mg/4g 0.123
CBL-A per 4¢g <LOQ mg/4g 0.123
CBL-Total per 4g <LOQ mg/4g 0.230
CBN per 4g 4.96 mg/4g 0.123
CBT per 4g <LOQ mg/4g 0.123
A8-THCV per 4g <LOQ mg/4g 0.123
A10-THC-9R per 4g <LOQ mg/4g 0.123
A8-THC per 4g <LOQ mg/4g 0.123
A9-THC per 4g <LOQ mg/4g 0.123
exo-THC per 4g <LOQ mg/4g 0.123
THC-A per 4g <LOQ mg/4g 0.123
THC-Total per 4g <LOQ mg/4g 0.230
THCV per 4g <LOQ mg/4g 0.123
THCV-A per 4g <LOQ mg/4g 0.123
THCV-Total per 4g <LOQ mg/4g 0.230
Total Cannabinoids per 4g 29.9 mg/4g
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0430



12423 NE Whitaker Way Report Number:  23-000343/D002.R000

COI u m b'a Portland, OR 97230 Report Date: . 01/25/2023

LABORATORIES 503-254-1794
1‘1 ATertamus Company E E ORELAP#: OR100028
x Fo Purchase Order:
EF. Received: 01/10/23 11:30
Microbiology
Analyte Result  Limits Units LOQ Batch Analyzed Method Status Notes
E.coli <LOQ cfulg 10 2300342  01/14/23 AOAC 991.14 (Petrifilm)P
Total Coliforms <LOQ cfulg 10 2300342  01/14/23 AOAC 991.14 (Petrifilm)P
Mold (RAPID Petrifilm) <LOQ cfulg 10 2300343  01/15/23 AOAC 2014.05 (RAPID)P
Yeast (RAPID Petrifilm) <LOQ cfulg 10 2300343  01/15/23 AOAC 2014.05 (RAPID)P
Solvents Method: Residual Solvents by GC/MSP Units pg/g Batch 2300722  Analyze 01/24/23 12:13 PM
Analyte Result Limits LOQ Status Notes Analyte Result Limits LOQ Status Notes
1,4-Dioxane <LOQ 380 100 pass 2-Butanol <LOQ 5000 200 pass
2-Ethoxyethanol <LOQ 160 30.0 pass 2-Methylbutane <LOQ 200
(Isopentane)
2-Methylpentane <LOQ 30.0 2-Propanol (IPA) <LOQ 5000 200 pass
2,2-Dimethylbutane <LOQ 30.0 2,2-Dimethylpropane <LOQ 200
(neo-pentane)
2,3-Dimethylbutane <LOQ 30.0 3-Methylpentane <LOQ 30.0
Acetone <LOQ 5000 200 pass Acetonitrile <LOQ 410 100 pass
Benzene <LOQ 2.00 1.00 pass Butanes (sum) <LOQ 5000 400 pass
Cyclohexane <LOQ 3880 200 pass Ethyl acetate <LOQ 5000 200 pass
Ethyl benzene <LOQ 200 Ethyl ether <LOQ 5000 200 pass
Ethylene glycol <LOQ 620 200 pass Ethylene oxide <LOQ 50.0 20.0 pass
Hexanes (sum) <LOQ 290 150 pass Isopropyl acetate <LOQ 5000 200 pass
Isopropylbenzene <LOQ 70.0 30.0 pass m,p-Xylene <LOQ 200
(Cumene)
Methanol <LOQ 3000 200 pass Methylene chloride <LOQ 600 60.0 pass
Methylpropane <LOQ 200 n-Butane <LOQ 200
(Isobutane)
n-Heptane <LOQ 5000 200 pass n-Hexane <LOQ 30.0
n-Pentane <LOQ 200 0-Xylene <LOQ 200
Pentanes (sum) <LOQ 5000 600 pass Propane <LOQ 5000 200 pass
Tetrahydrofuran <LOQ 720 100 pass Toluene <LOQ 890 100 pass
Total Xylenes <LOQ 400 Total Xylenes and Ethyl <LOQ 2170 600 pass
... benzerne ..
Pesticides Method: AOAC 2007.01 & EN 15662 (mod)P Units mg/kg Batch 2300522  Analyze 01/17/23 03:40 PM
Analyte Result Limits Status Notes
Multi-Residue Pesticide Profile < LOQ for all analytes
Metals
Analyte Result  Limits Units LOQ Batch Analyzed Method Status Notes
Arsenic <LOQ 0.200 mg/kg 0.0190 2300594  01/18/23 AOAC 2013.06 (mod.)P pass
Cadmium <LOQ 0.200 mg/kg 0.0190 2300594  01/18/23 AOAC 2013.06 (mod.)P pass
Lead <LOQ 0.500 mg/kg 0.0190 2300594  01/18/23 AOAC 2013.06 (mod.)P pass
Mercury <LOQ 0.100 mag/kg 0.009482300594  01/18/23 AOAC 2013.06 (mod.)P pass
w os com Page 3 of 15

Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless

prior arrangements have been made
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0400 OAR 333-007-0410 OAR 333-007-0430



12423 NE Whitaker Way Report Number:  23-000343/D002.R000

-
COII-Im bla Portland, OR 97230 Report Date: 01/25/2023

LABORATORIES 503-254-1794

L‘* ATentamus Company E E ORELAP#: OR100028
e Purchase Order:
EF. Received: 01/10/23 11:30

Nutrition
Analyte Result  Limits Units LOQ Batch Analyzed Method Status Notes
Moisture (Loss on Drying) 17.7 g/100g 0.10 2300529  01/17/23 AOAC 925.10 (mod.)P
Water Activity 0.701 Aw 0.030 2300359  01/11/23 AOAC 978.18P
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless

prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0400 OAR 333-007-0410 OAR 333-007-0430



- 12423 NE Whitaker Way
Columbia borland, OR 97230

LABORATORIES 503-254-1794
L‘!, ATentamus Company E E
1 'I-;|
(=]

Abbreviations

Report Number:

Report Date:
ORELAP#:

Purchase Order:

Received:

23-000343/D002.R000
01/25/2023
OR100028

01/10/23 11:30

Limits: Action Levels per OAR-333-007-0400, OAR-333-007-0210, OAR-333-007-0220, CCR title 16-division 42. BCC-section 5723

Limit(s) of Quantitation (LOQ): The minimum levels, concentrations, or quantities of a target variable (e.g., target

analyte) that can be reported with a specified deagree of confidence.

b =|1SO/IEC 17025:2017 accredited method.

Units of Measure

cfu/g = Colony forming units per gram

9=g9

9/100g = Grams per 100 Grams

Hg/g = Microgram per gram

mg/kg = Milligram per kilogram = parts per million (ppm)
mg/4g = Milligram per 49

% = Percentage of sample

Aw = Water Activity

% wt = pg/g divided by 10,000

Approved Signatory

~ L4
S,

(%} [ ( R
Derrick Tanner
General Manager

jes.com
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless

prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0400 OAR 333-007-0410 OAR 333-007-0430



Colu m bia 12423 NE Whitaker Way Report Number:  23-000343/D002.R000
Portland, OR 97230 Report Date: 01/25/2023

LABORATORIES 503-254-1794

(. ATentames Company e ORELAP#: OR100028
e Purchase Order:
- Received: 01/10/23 11:30
=
(;E!HATPB Cannabis Multi-Residue Profile, Limits of Quantitation
s ATentsmus Campsmy
Compound 1OQ(mg kg) Compound LOQ(mg kg) Compound LOQ(md kg)
Abamecti 0.100 Ckthodim 0.050 Endrin 0.100
Acephate 0.100 Ckthodim Qulfone 0.0% EPN 0.050
Acequinocyl 0.100 Ckthodim Sulfoxide 0.050 BPTC 0.100
Acetamiprid 0.020 Cbfentezine 0.020 Edfenvalerate/ Fenvalerate 0.200
Acetochlor 0.100 Cbmazmne 0.020 Baconanle 0.100
Acrinathrin 0.100 Cbthianidin 0.200 Bhalfluralin 0.100
Aadlor 0.100 Caimaphos 0.0%0 Bhiofencarb 0.050
Aldicarb 0.100 Crdoxyphos 0.00 Bhion 0.200
Aldicarb sulfoxide 0.100 Cyarazne 0.00 Ehirimol 0.100
Aldoxycarb (Aldicarb-sulfone)  0.100 Cyarmfenphos 0.00 Bhofumesate 0.050
Aldrin 0.100 Cyartraniliprole 0.050 Bhoprophos 0.020
Ametocrtradin 0.020 Cyapfamid 0.00 Eofenprox 0.020
Ametryn 0.500 Cydoate 0.100 Boxamle 0.020
Aspon 0.100 Cyfithrin 0.200 Bridiazole 0.100
Asulam 0.100 Cytalothrin, lambda 0.200 Brimfos 0.020
Atrazine 0.100 Cymoxanil 0.050 Famaoxadone 0.200
Atrazne-desethyl 0.100 Cypermethrin 0.200 Famphur 0.100
Azinphos-ethyl 0.020 Cypodinil 0.100 Fenamidone 0.020
Azinphos-methy! 0.020 Dachal 0.100 Fenamiphos 0.020
Azoxygtrobin 0.020 Damhozide 0.100 Fenamiphos sulfone 0.020
Beralay! 0.020 DCPMU 0.050 Fenamiphos sulfoxide 0.020
Berdiocarb 0.020 DD, ap'- 0.100 Fenazaquin 0.100
Berfluralin 0.100 DOD, p,p- 0.100 Fenbuconazle 0.100
Beroxacor 0.050 DCE op'- 0.100 Fenchlorphos 0.100
Bersulide 0.050 DCE pp'- 0.100 Fenchlorphos-oxon 0.100
BHC alna isomer 0.100 DOT, o,p'- 0.100 Fenhexamid 0.100
BHC keta isomer 0.100 DO, p,p'- 0.100 Fenitrothion 0.100
BHC cklta isomer 0.500 DEF (Tribufos) 0.100 Fenobucarb 0.050
Bifenazate 0.020 Ddtamethrin 0.100 Fenoxycarb 0.020
Bifenthrin 0.020 Desmedipham 0.100 Fenpropathrin 0.050
Boscalid 0.020 Diallate 0.100 Fenpyroximate 0.020
Bromophos-ethy! 0.100 Diazinon 0.020 Fenson 0.100
Bromophos-methyl 0.200 Diazoxon 0.100 Fensulfothion 0.020
Bromopropylate 0.100 Dichlobenil 0.100 Fensulfothion oxon 0.020
Bromuconazle 0.100 Dichlofluanid 0.100 Fensulfothion sulfone 0.100
Bugrimate 0.020 Dichlorvos 0.100 Fensulfothion-oxon-sufone 0.020
Buprofezin 0.050 Diclobutrazol 0.050 Fenthion 0.050
Butachlor 0.500 Dicofol 0.100 Fenthion oxon 0.020
Butralin 0.200 Dicrotophos 0.050 Fenthion oxon sulfone 0.100
Butylate 0.100 Dieldrin 0.100 Fenthion sulfone 0.050
Cadisafos 0.020 Diethofencarb 0.020 Fenuron 0.020
Capian 1.000 Diethyltoluamide (DEET) 0.050 Fpronil 0.100
Carbaryl 0.050 Difenoconazle 0.100 Honicamid 0.100
Carbendazim 0.100 Dimethenamid 0.05 Huchloralin 0.100
Carlofuran 0.020 Dimethoate 0.050 Hucythrinate 0.100
Carlophenothion 0.200 Dimethomorph 0.0%0 Hudioxonil 0.200
Cartoxin 0.020 Diniconazole 0.200 FAufenacet 0.020
Carfentrazone-ethyl 0.100 Dinotefuran 0.200 Aumioxazin 0.100
CHorantrariliprole 0.020 Dioxathion 0.100 Huometuron 0.020
CHordare, ds- 0.200 Diphenamid 0.020 Auopicolide 0.050
CHordare, trans- 0.200 Diphenylamine 0.100 Auopyram 0.020
CHorfenapyr 0.500 Disulfoton 0.100 Huoxastrobin 0.050
CHorfenson 0.200 Disulfoton sulfone 0.100 Aupyradifurone 0.020
CHorfenvinphos 0.050 Disulfoton sulfoxide 0.100 Huridone 0.100
CHorobenzilate 0.100 Diuron 0.050 Ausilazle 0.020
CHoroneb 0.200 Edifenphos 0.0%0 Autolanil 0.020
Chlorpyrifos 0.050 Endosulfan apha 0.200 Autriafol 0.020
CHorpyrifos-methyl 0200 Endosulfan beta 0.200 Auvalinate, tau- 0.100
CIK 1.000 Endosulfan sulfate 0.100 Auxapyroxad 0.020
Page 1 of 3
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0400 OAR 333-007-0410 OAR 333-007-0430



12423 NE Whitaker Way 23-000343/D002.R000

Portland, OR 97230

Report Number:

Columbia

Report Date: 01/25/2023
LABORATORIES 503-254-1794
L&,ANI‘IMMUS Company E E ORELAP#: OR100028
e Purchase Order:
- Received: 01/10/23 11:30
=
(I:,?!HATP'a Cannabis Multi-Residue Profile, Limits of Quantitation
s ATentamus comgany

Compound LOQ(md kg) Gompound LOQ(md kg) Compound LOQ(md kg)
Fomesafen 0.100 Mexacarbate 0.020 Propamacarb 0.050
Fonofos 0.100 MCK 264 0.020 Propanil 0.050
Forchlorfenuron 0.050 Mirex 0.100 Propargte 0.050
Formetanate 0.050 Molinate 0.090 Propazne 0.020
Furathiocarb 0.020 Monocrotophos 0.100 Propetamphos 0.050
Heptachlor 0.100 Monolinuron 0.020 Propham 0.050
Heptachlor epoxide 0.100 Myclobutanil 0.050 Propiconazle 0.050
Heptenophos 0.100 Naled 0.100 Propoxur 0.050
Hexachlorobenzene 0.100 Napropamide 0.050 Propoxycarbazone Na 0.050
Hexaconazle 0.100 Neburon 0.020 Propyzamide 0.050
Hexaznone 0.100 Nitrapyrin 0.100 Prathiofos 0.100
Hexythiazox 0.020 Norflurazon 0.050 Pyraclostrobin 0.020
Imazalil 0.100 Omethoate 0.100 Pyazophos 0.050
Imidadoprid 0.100 O-Phenylphenol 0.100 Pyrethrins 0.050
Indazflam 0.020 Oxadixyl 0.100 Pyridaben 0.020
Indoxacarb 0.020 Oxamyl 0.100 Pyridafol 0.100
Iprobenfos 0.100 Oxamytoxime 0.100 Pyidate 0.020
Iprodione 0.100 Oxychlordane 0.100 Pyrimethanil 0.050
Isobenzan 0.100 Oxydemeton-Methyl 0.100 Pyriproxifen 0.020
Isocarbophos 0.500 Oxythioquinox 0.200 Pyroxasulfone 0.020
Isodrin 0.100 Paclobutrazol 0.050 Pyroxsulam 0.020
Isofenphos 0.050 Paraoxon-ethyl 0.0 Quinalphos 0.050
Isofenphos-methyl 0.020 Paaoxon methyl 0.100 Quinoxyfen 0.050
Isofenphos oxon 0.050 Paathion ethyl 0.100 Quintozene (PQNB) 0.200
Isoprocarb 0.020 Paathion methyl 0.200 Resmethrin 0.050
Isopropalin 0.200 Perconazle 0.0 Rotenone 0.050
Isoprothiolane 0.050 Perdimethalin 0.050 421 0.100
Isoproturon 0.050 Perflufen 0.020 Smazne 0.100
Isoxaben 0.050 Pertachloroaniline 0.100 Smetryn 0.200
Isoxaflutole 0.050 Pertachloroanisole 0.100 Spinetoram 0.020
Kresoxim-methy! 0.050 Pentachlorobenzene (PCB) 0.100 Sinosad 0.050
Lactofen 0.500 Pentachlorothioanisole (PCTA) 0.100 Sirodiclofen 0.100
Lenadl 0.100 Perthiopyrad 0.020 Spiromesifen 0.050
Lindane (gammaBHC) 0.100 Pemethrin 0.050 Sirotetramat 0.050
Linuron 0.020 Pethare 0.100 Siroxamine 0.020
Malaoxon 0.050 Phenmedipham 0.050 Sulfotep 0.050
Malathion 0.050 Phenthoate 0.050 Sulfoxaflor 0.050
Mandipropamid 0.020 Phaate 0.050 Sulprofos 0.020
Mecarbam 0.020 Phaate Sulfone 0.0%0 Tebuconazle 0.100
Mepanipyrim 0.050 Phaate Sulfoxide 0.050 Tebufenozide 0.020
Merphos 0.500 Phasalone 0.0%0 Tebuthiuron 0.020
Metalaxyl 0.050 Phasmet 0.100 Tecnazene 0.100
Metaldehyde 0.050 Phaosphamidon 0.050 Tefluthrin 0.100
Metconazle 0.100 Phodm 0.050 Terbufos 0.020
Methaaifos 0.100 Piroxaden 0.020 Terbufos sulfone 0.050
Methamidophos 0.050 Piperonyl butoxide 0.050 Terbufos sulfoxide 0.050
Methidathion 0.050 Pirimicarb 0.020 Terbuthylazne 0.020
Methiocarb 0.050 Pirimiphos-methy! 0.050 Terbutryn 0.020
Methiocarb sulfone 0.100 Pirimiphos-ethyl 0.020 Tetrachlorvinphos 0.050
Methiocarb sulfoxide 0.100 Pralethrin 0.100 Tetraconazle 0.050
Methomyl 0.100 Prochloraz 0.020 Tetradifon 0.200
Methoxychlor 0.100 Pracymidone 0.100 Tetramethrin 0.050
Methoxyfenozide 0.020 Prdfenofos 0.100 Tetraaul 0.100
Metobromuron 0.050 Profluralin 0.100 Thiabendazole 0.100
Metolachlor 0.100 Pramecarb 0.0 Thiabendazole, 5-hydroxy 0.100
Metolcarb 0.050 Prameton 0.100 Thiadoprid 0.050
Metraferone 0.050 Prametryn 0.00 Thiamethoxam 0.100
Metribuzin 0.100 Propachlor 0.00 Thiobencarb 0.050
Mevinphos 0.100 Thiodicarb 0.050

Thiophanate-methyl 0.050
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0400 OAR 333-007-0410 OAR 333-007-0430



Columbia

LABORATORIES

12423 NE Whitaker Way
Portland, OR 97230

503-254-1794

L‘!, ATentamus Company
[=];
=
lumbi B o -
(I:&)EATCP_? Cannabis Multi-Residue Profile, Limits of Quantitation
s ATentamus comgany
Gompound LOQ(MmJ kg) Gompound LOQ(md kg) Gompound
Tolclofos-methyl 0.100 Triazophos 0.020 Trifloxystrobin
Triforin 0.100 Tolylfluanid 0.050 Triticonazle
Tralkoxydim 0.100 Tridiphane 0.500 Vinclozolin
Triadmefon 0.050 Triflumizde 0.020 Zaxamide
Triallate 0.100 Trifluralin 0.100

LOQ =Limit of Quantitation, mg/kg

Report Number:  23-000343/D002.R000
Report Date: 01/25/2023
ORELAP#: OR100028

Purchase Order:

Received: 01/10/23 11:30

LOQ(mg kg)
0.020
0.050
0.100
0.020

Factors affecting the LOQ indude instrumentation sensitivity for a particular analyte, sample size, moisture content (percent solids) of the sample,
effectiveness of the cleanup on the sample extract, and especially the type of sample matrix.

jes.com
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless

prior arrangements have been made.
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12423 NE Whitaker Way

Columbia

Report Number:  23-000343/D002.R000

Portland, OR 97230 Report Date: 01/25/2023
LABORATORIES 503-254-1794
(o ATentams company - ORELAP#: OR100028
e Purchase Order:
: Received: 01/10/23 11:30
=]
Columbia Hemp & Cannabis: Usable / Extract / Finishe ;W:‘NAT;JRALGOCIDS 23-000343  nt Control ID: 2832 Revision: 5

Chain of Custody Record

LABORATORIES

Effective: 01/04/2022

m O AT AR
€ A remamus company ORELAP |D: OR100028 ANAB 1SO 17025 |D: AT-1508 i Li l' | | :u i
_ LA AT
Company: Northwest Natural Goods Analysis Requested R
Contact: Annie Nair | | NW Natural Goods
Address: 11791 SE HWY 212 sampled by:
City: Clackamas state: _OR_ zip Code: 97015 2 Custom Reporting:
A c
i Email Results: annienair@nwnaturalgoods.com é
g Source Material: [J - Ind. Hemp product | [ - Rec. Cannabis
Deh:{_3- 4 s E Reporting Type: [ - Compliance | [J-R&D
Billing Contact (if different) 50 & = Report to: [1- METRC | [1-ODA | (- USDA |
a g o . .
Name: Email: E g E = O - Other:
S % e
A : 2 a8 . "
ddress : i S E E Turnaround time (TAT - Business Days):
City: State: _____ Zip: 13 s £ 83| B 2 ® 58D | [J-380% | O-28D*
w [l E | | @ s * ilabili
Ph: ( )- 8 ry =1 5 g g >:_I-t o | 2 I % Check for availability
S S| e 3 B| EB|8|8B| =28 "
Sample b | % 'g " = o =3 ! B S |Material( weight
Lab 1D Client Sample Identification date & g | = -3 = = | = = | x| 2 |Type' | (Units) Comments/Metrc ID
T |
HEMP - EB 0061 01/10/23 v v v v v v Vv v 80g
A B | |
| T
- : |
JioLowad) | I i |
‘ |
S==E ‘ |
| |
B - : 1T 11
Signature - Relinquished By: Date Time Signature - Received By: Date Time Lab Use Only:
Annie Nair 01/10/23 m \ “O llo ‘M [ shipped Via: or O Client drop off
+ Evidence of cooling: O Yes | [J No - Temp (°C): 1%,
m&% | I 10 N "*‘Q‘ ‘1\“2.6 \HC;\-'-% \ )73[_‘) Sample in good condition: [ Yes| OJ No
Payment: OJ Cash | O Check | O cC | O Net:
Prelog storage:

t - Material Type Codes: Plant Material (P) ; Isolate {I) ; Concentrate/Extract (C) ; Tincture/Topical (T} ; Edible (E) ; Beverage (B) ; Vapor Praduct (V)

for services in
P: (503) 254-1794 | Fax: (503) 254-1452
info@columbialaboratories.com

Samples submitted io Coluimbia Labs
12423 NE Whitaker Way
Portland, OR 87230

with testing reg canstitule an ag.

jes.com

e with the current ferms of service associated with this COC. By signing " Relinguished by you are agreeing 1o these 1erms

Page of.
www.columbialaboratories.com
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
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Laboratory Quality Control Results
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Report Number:
Report Date:
ORELAP#:

Purchase Order:

Received:

Revision: 1 Document ID: 7148
Legacy ID: Worksheet Validated 04/20/2021

Laboratory Control Sample

Analyte LCcS Result Spike  Units % Rec Limits Evaluation Notes
CBDVA 2 0.0334 0.033 % 99.9 80.0 - 120 Acceptable
CBDV 2 0.0354 0.035 % 100 80.0 B 120 Acceptable
CBE 2 0.0347 0.035 % 99.1 80.0 B 120 Acceptable
CBDA 1 0.0312 0.032 % 97.4 90.0 B 110 Acceptable
CBGA 1 0.0315 0.032 % 98.2 80.0 B 120 Acceptable
CBG 1 0.0324 0.033 % 98.4 80.0 - 120 Acceptable
CBD 1 0.0313 0.032 % 96.5 90.0 - 110 Acceptable
THCV 2 0.0351 0.035 % 99.1 80.0 - 120 Acceptable
d8THCV 2 0.0348 0.034 % 101 80.0 B 120 Acceptable
THCVA 2 0.0328 0.033 % 99.5 80.0 - 120 Acceptable
CBN T 0.0335 0.034 % 98.7 80.0 - 120 Acceptable
exo-THC 2 0.0324 0.032 % 100 80.0 - 120 Acceptable
d9THC 1 0.0352 0.035 % 101 90.0 - 110 Acceptable
d8THC 1 0.0319 0.033 % 95.3 90.0 - 110 Acceptable
CBL 2 0.0346 0.035 % 100 80.0 - 120 Acceptable
d10THC 1 0.0154 0.016 % 97.6 80.0 - 120 Acceptable
CBC 2 0.0342 0.035 % 98.8 80.0 - 120 Acceptable
THCA 1 0.0317 0.032 % 100 90.0 - 110 Acceptable
CBCA 2 0.0342 0.034 % 99.4 80.0 - 120 Acceptable
CBLA 2 0.0346 0.035 % 99.1 80.0 - 120 Acceptable
CBT 2 0.0344 0.035 % 97.9 80.0 - 120 Acceptable
Method Blank

Analyte Result LoQ Units Limits Evaluation Notes
CBDVA <L0Q 0.0006 % < 0.0006 Acceptable
CBDV <L0Q 0.0006 % < 0.0006 Acceptable
CBE <L0Q 0.0006 % < 0.0006 Acceptable
CBDA <L0Q 0.0006 % < 0.0006 Acceptable
CBGA <LOQ 0.0006 % < 0.0006 Acceptable
CBG <LOQ 0.0006 % < 0.0006 Acceptable
CBD <L0Q 0.0006 % < 0.0006 Acceptable
THCV <L0Q 0.0006 % < 0.0006 Acceptable
d8THCV <LOQ 0.0006 % < 0.0006 Acceptable
THCVA <L0Q 0.0006 % < 0.0006 Acceptable
CBN <L0Q 0.0006 % < 0.0006 Acceptable
exo-THC <L0Q 0.0006 % < 0.0006 Acceptable
d9THC <L0Q 0.0006 % < 0.0006 Acceptable
d8THC <L0Q 0.0006 % < 0.0006 Acceptable
CBL <L0Q 0.0006 % < 0.0006 Acceptable
d10THC <L0Q 0.0006 % < 0.0006 Acceptable
CBC <L0Q 0.0006 % < 0.0006 Acceptable
THCA <L0Q 0.0006 % < 0.0006 Acceptable
CBCA <L0Q 0.0006 % < 0.0006 Acceptable
CBLA <L0Q 0.0006 % < 0.0006 Acceptable
CBT <L0Q 0.0006 % < 0.0006 Acceptable
Abbreviations

ND - None Detected at or above MRL

RPD - Relative Percent Difference

LOQ - Limit of Quantitation

Units of Measure:
% - Percent
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Report Number:
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Purchase Order:

Received:

Revision: 1 Document ID: 7148
Legacy ID: Worksheet Validated 04/20/2021

Sample Duplicate

Sample ID: 23-000249-0001

Analyte Result Org. Result LOQ  Units RPD Limits Evaluation Notes
CBDVA 0.003 % NA <20 Acceptable
CBDV 0.003 % NA <20 Acceptable
CBE 0.003 % NA <20 Acceptable
CBDA 0.003 % NA <20 Acceptable
CBGA 0.003 % NA <20 Acceptable
CBG 0.0172 0.0172 0.003 % 0.159 <20 Acceptable
CBD 0.587 0.590 0.003 % 0.512 <20 Acceptable
THCV 0.003 % NA <20 Acceptable
d8THCV 0.003 % NA <20 Acceptable
THCVA 0.003 % NA <20 Acceptable
CBN 0.003 % NA < 20 Acceptable
ex0-THC 0.003 % NA < 20 Acceptable
d9THC 0.003 % NA <20 Acceptable
d8THC 0.003 % NA <20 Acceptable
CBL 0.003 % NA < 20 Acceptable
d10THC 0.003 % NA <20 Acceptable
CBC 0.00543 0.00546 0.003 % 0.548 < 20 Acceptable
THCA 0.003 % NA < 20 Acceptable
CBCA 0.003 % NA < 20 Acceptable
CBLA 0.003 % NA < 20 Acceptable
CBT 0.003 % NA <20 Acceptable

Abbreviations

ND - None Detected at or above MRL

RPD - Relative Percent Difference
LOQ - Limit of Quantitation

Units of Measure:
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Laboratory Quality Corirol Resuts

Batch ID: 2300722

Method Blark |Lakoratory Cortrol Sanple

Anayte Result LOQ Notes Result Spike Units  %Re Limits  Notes
Propane ND <[ 200 480] 572 1glg 83.9] 60] - [120
Isobutane ND < 200 623 731 gl 85.2] 60| - [120
Butane ND < | 200 507 731 pgl 81.0| 60| - [120
|2,2-Dimethylpropane ND < 200 812 936 pg/ 86.8] 60| - [120
[Methanol ND < 200 1410 1620 pglg 87.0] 60| - [120
BEhylene Oxide ND < 30 79[ 56.2] po/g 87.2] 60| - [120
[2-Methylbutane ND < 200 1330 1610 pglg 82.6| 60| - [120
Periane ND < | 200 1330 1600 pgly 83.1] 60| - |120
Ehanol ND < 200 1400 1610 po/t 87.0] 70| - [130
BhylBher ND <[ 200 1340 1630 pg/ 82.2 60| - [120
[2,2-Dimethylbutane ND < 30 139 T71 pglt 80.7| 60| - [120
Acebne ND < | 200 1340 1630 pgly 82.2[ 60| - [120
2-Propanol ND <[ 200 1440 1620 pglg 88.9 60| - [120
BhylFormate ND <[ 500 1380 1670 _pglg 82.6] 70| - [130
[Aceonitrile ND < 100 409 298 pglg 82.1 60| - [120
MethylAceate ND < 500 1460 1730 polg 84.4] 70| - [130
2,3-Dimethylbutane ND < 30 135 171 pglg 78.9 60| - [120
Dichloromethane ND < 60 406| 483 pglg 84.1] 60| - [120
[2-Methylpentane ND < 30 146| 168 pglg 86.9] 60| - [120
MTBE ND <[ 500 152 1650 pglk 92.1] 70| - [130
3-Methylpentane ND < 30 125 167]_pg/ 749 60[ - [120
Hexane ND < 30 179 182 pg/ 97.8/ 60| - |120
T-Propanol ND <[ 500 1420 1620 pgly 87.7] 70| - [130
Methylethylketone ND < 500 1330 1620 pglg 82.1] 70| - [130
Ehylacetate ND < 200 1360 1610 pg/g 84.5[ 60| - [120
2-Buanol ND < | 200 1430 1600 g’y 89.4 60| - |120
Tetrahydrofuran ND < 100 397 483 pglt 82.2] 60| - [120
Cyclhiexane ND <[ 200 1300 1610 pg/ 80.7 60| - [120
2-methyl-1-propanol ND < 500 1360 1620 pg/ 84.0] 70| - [130
|Benzene ND < T 7.4 5.02| pglg 88.0[ 60| - [120
Isopopyl Acete ND < 200 1450 1620 polg 89.5] 60| - [120
Heptane ND < | 200 1280 1610 pglg 795 60[ - [120
T-Buanol ND < | 500 1450 1630 pgly 89.0] 70| - |130
PropylAcegie ND <[ 500 1310 1610 pgly 81.4] 70| - [130
T.4-Dioxane ND <[ 100 390] 291] gy 79.4] 60| - [120
2-Bhoxyethanol ND < 30 296 181] pg/g 163.5[ 60| - [120]Q1
[Methyliscbutylketone ND < 500 1260 1620 pglg 77.8| 70| - [130
3-Methyl-1-butanol ND < 500 1380 1630 pg/t 84.7] 70 - [130
Bhylene Gycd ND <[ 200 657 284 gl 134.7] 60| - [120[Q1
Touene ND < | 100 373 485 _pg 76.9 60| - |120
|I_soh1tyIAceale ND < 500 1320 1630 pg/g 81.0] 70| - [130
[Pertanal ND <[ 500 1330 1620 pglg 82.1] 70| - [130
|BuylAceale ND < 500 1280 1620 pg/g 79.0] 70| - [130
Ehylbenzene ND < 200 712| 969 nglg 73.5| 60| - [120
m,p-Xylene ND < 200 720| 9941 nghk 72.4] 60| - [120
0-Xylene ND <[ 200 694 967]_pg/ 71.8[ 60| - [120
Cumene ND < 30 129 171 pg/ 73.7] 60| - |120
Anisde ND < | 500 1120 1630 pglg 68.7] 70| - [130]|Q6
DVMO ND <[ 500 2220 1680 pglk 132.1] 70| - [130]Q1
1,2-dimethoxyethane ND < 50 14 169 pglt 87.0] 70| - [130
[ Trethylamine ND < 500 1340 1630 pg/ 82.2[ 70[ - [130
[N.N-dimethyformamide ND < 150 573 782 pglg 118.9 70| - [130
N,N-dimethylacetamide ND < 150 533 510 pg/g 104.5[ 70 - 130
Pyiidine ND < 50 194 203 pglg 95.6] 70| - [130
|Sulfolane ND < 50 198 172 pgly 115.1] 70| - [130
1,2-Dichloroethane ND < 1 0.857| 1| pglk 85.7] 70| - [130
CHoroform ND < T 0.892 1| g 89.2| 70[ - [130
Trichloroethylene ND < 1 0.93| 1| g/ 93.0] 70| - [130
[T, 1-Dichloroethane ND < T 0.899 I nolg 89.9] 70| - [130
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Revision: 2 Document ID: 7087
Legacy ID: CFL-E33Effective:

QC- Sample Duplicate Sample ID: 23-000158-0002
Anayte Result Org. Reult LOQ Units  RAD Limits Accept/ Fail Notes
Propane ND ND 200 pg/g 0.0 <20 Aceptable
Isobutane ND ND 200 pg/g 0.0 <20 Aceptable
Butane ND ND 200 pg/g 0.0 <20 Aceptable
2,2-Dimethylpropane ND ND 200 pg/g 0.0 <20 Aceptable
Methanol ND ND 200 pglg 0.0 <20 Aceptable
Ehylene Oxide ND ND 30[ pg/g 0.0 <20 Aceptable
2-Methylbutane ND ND 200 pg/g 0.0 <20 Aceptable
Pertane ND ND 200 pg/g 0.0 <20 Aceptable
Ehanol ND ND 200 pg/g 0.0 <20 Aceptable
Bhyl Bher ND ND 200 pg/g 0.0 <20 Aceptable
2,2-Dimethylbutane ND ND 30| ug/g 0.0 <20 Aceptable
Acebne ND ND 200 pglg 0.0 <20 Aceptable
2-Propanol ND ND 200 pg/g 0.0 <20 Aceptable
Ehyl Formate ND ND 500 pg/g 0.0 <20 Aceptable
Acebnitrile ND ND 100] pg/g 0.0 <20 Aceptable
Methyl Aceate ND ND 500 nglg 0.0 <20 Aceptable
2,3-Dimethylbutane ND ND 30| pg/g 0.0 <20 Aceptable
Dichloromethane ND ND 60[ pg/g 0.0 <20 Aceptable
2-Methylpentane ND ND 30| upg/g 0.0 <20 Aceptable
MTBE ND ND 500] jig/g 0.0 <20 Aceptable
3-Methylpentane ND ND 30[ pg/g 0.0 <20 Aceptable
Hexane ND ND 30| ug/g 0.0 <20 Aceptable
T-Propanol ND ND 500 nglg 0.0 <20 Aceptable
Methylethylketone ND ND 500 pg/g 0.0 <20 Aceptable
Ehyl acetate ND ND 200 pg/g 0.0 <20 Aceptable
2-Butanol ND ND 200 pg/g 0.0 <20 Aceptable
Tetahydrofuran ND ND 100]_pglg 0.0 <20 Aceptable
Cycldhexane ND ND 200 pg/g 0.0 <20 Aceptable
2-methyl-1-propanol ND ND 500 pg/g 0.0 <20 Aceptable
Benzene ND ND 1| pg/g 0.0 <20 Aceptable
Isopropyl Acetate ND ND 200 pg/s 0.0 <20 Aceptable
Heptane ND ND 200 1o 0.0 <20 Aceprable
1-Butanol ND ND 500 pg/t 0.0 <20 Aceptable
Propyl Aceie ND ND 500 po/g 0.0 <20 Aceptable
1,4-Dioxane ND ND 100] pg/g 0.0 <20 Aceptable
2-Ehoxyethanol ND ND 30[ pg/g 0.0 <20 Aceptable
[Methylisdbutylketone ND ND 500] pg/g 0.0 <20 Aceptable
3-Methyl-I-butanol ND ND 500] pg/g 0.0 <20 Aceptable
Bhylene Gycd ND ND 200] pg/g 0.0 <20 Aceptable
Tolene ND ND 100 pglg 0.0 <20 Aceptable
TsofutylAcetie ND ND 500] pg/g 0.0 <20 Acepiable
1-Pertanol ND ND 500 pg/g 0.0 <20 Aceptable
Buyl Acetie ND ND 500 po/g 0.0 <20 Aceptable
Ehylbenzene ND ND 200] ng/g 0.0 <20 Aceptable
[m, pXylene ND ND 00 Hg/g 0.0 <20 Aceplable
0-Xylene ND ND 200] pg/g 0.0 <20 Aceptable
Cunene ND ND 30[ o’y 0.0 <20 Aceptable
Anisde ND ND 500] pg/g 0.0 <20 Aceptable
DMO ND ND 500] pg/g 0.0 <20 Aceptable
1,2-dimethoxyethane ND ND 50| pglg 0.0 <20 Aceptable
[Triethylamine ND ND 500] pg/g 0.0 <20 Aceptable
[N_N-dimethyfformamide ND ND 150 pglg 0.0 <20 Aceptable
N,N-dimethylacetamide ND ND 150] pg/g 0.0 <20 Aceptable
[Pyidine ND ND 50 pglg 0.0 <20 Aceptable
[Qulfolane ND ND 50| nolg 0.0 <20 Aceptable
1,2-Dichloroethane ND ND 1] g/ 0.0 <20 Aceptable
CHoroform ND ND 1| palg 0.0 <20 Aceptable
Trichioroethylene ND ND 1| poly 0.0 <20 Aceptable
T,1-Dichloroethane ND ND 1| ug/g 0.0 <20 Aceptable
Abbreviations Units of Measure:

ND- None Detected at or above MRL Hg/g- Microgram per gram or ppm

RPD- Relative Percert Difference
LOQ- Limit of Quantitation
Q1- Quality control resut biasedhigh. Only non-detectsamplesreported.
Q6- Quality control outside QClimits. Data accepable basedon remaning QC.
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Code

Explanation

Matrix interferences affecting spike or surrogate recoveries.

Q1

Quiality control result biased high. Only non-detect samples reported.

Q2

Quality control outside QC limits. Data considered estimate.

Q3

Sample concentration greater than four times the amount spiked.

Q4

Non-homogenous sample matrix, affecting RPD result and/or % recoveries.

Q5

Spike results above calibration curve.

Q6

Quality control outside QC limits. Data acceptable based on remaining QC.

Relative percent difference (RPD) outside control limit.

R1

RPD non-calculable, as sample or duplicate results are less than five times the LOQ.

R2

Sample replicates RPD non-calculable, as only one replicate is within the analytical range.

LOQ1

Quantitation level raised due to low sample volume and/or dilution.

LOQ2

Quantitaion level raised due to matrix interference.

Analyte detected in method blank, but not in associated samples.

Bl

The sample concentration is greater than 5 times the blank concentration.

B2

The sample concentration is less than 5 times the blank concentration.
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